Technical considerations for magnetic resonance imaging of the ankle and foot.
The hardware and software factors that impinge on the appearance and quality of MR images of the ankle and foot are reviewed. The importance of static field strength is discussed. The local (surface) coils that can be applied to this anatomic region are reviewed. The properties of the available pulse sequences and the differences among them are addressed with particular attention to their impact on the imaging of the ankle and foot.